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TECO® Mucus Collection Set: 
 

 CONT   Reagents and Materials Supplied: 
 

 

SYMBOL DESCRIPTION FORMAT 

 
 1  

 

Breakable Swabs 
Ready to use. 

 

42 

 
 A  

 

Reaction Vials 
Ready to use. 
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B 
 B  Extraction Buffer 

 Ready to use. 1x 25 mL 

C❻ 
 C  Rack for Reaction Vials  

 

1 

Kit instruction 1 
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Storage 

The kit has to be stored at 2-8 °C until expiry date. Do not freeze. Store unused reagents at 2-8 °C.  
 

Intended use 

The TECO® Mucus Collection Set for fish mucus is a validated tool for repeatable non-destructive 

sampling of epidermal mucosa for vitellogenin determination and designed as an accessory kit to 
be used exclusively with the different TECO® ELISA kits: 

 

• TECO® Cyprinid Vitellogenin ELISA Kit TE1037 

• TECO® REACH Cyprinid Vitellogenin ELISA Kit TE1040 

• TECO® Ultra Sensitive Cyprinid Vitellogenin ELISA Kit TE1046 

• TECO® Multi Species Vitellogenin ELISA Kit TE1042 

• TECO® Salmonid Vitellogenin ELISA Kit TE1047 

• TECO® Ultra Sensitive Salmonid Vitellogenin ELISA Kit TE1049 

(Please order these kits separately) 

 

Background 

Vitellogenin (VTG) is one of the core endpoints in screening and testing for endocrine disrupting 

chemicals standardized in the OECD Guidelines for the testing of chemicals for estrogenic activity 
(1, 2, 3). Originally believed to be produced only in the liver, several cell types have recently been 

shown to produce VTG after estrogen stimulation, including those of the epidermal mucosa of fish 

(4). Given the destructive nature of traditional sampling, collecting successive samples from fish 
has been a widespread problem, as for instance in the analysis of vitellogenin induction while 

screening and testing chemical substances for endocrine disruption potential. Blood is difficult to 

collect, in particular where very small fish are concerned, or in approaches where the animals must 
survive sampling. This is particularly important in field monitoring in order to avoid impact on the 

population under investigation (5). Even though the VTG concentration in the skin mucus is an 

order of magnitude lower than in blood serum or in body homogenates (containing liver tissue), the 
skin mucosa is very well suited as a matrix to determine exogenous VTG induction caused by 

environmental chemicals with affinity to the estrogen receptors (6). 

 
Mucus sampling with the aid of swabs constitutes an alternative to traditional procedures, avoiding 

animal injury by using a highly sensitive ELISA in combination with a high quality extraction buffer 

and swab sampling, the determination of mucosa-derived parameters has the following 

advantages: 
• Non-destructive, non-invasive sampling 

• Defined matrix without lymphatic fluid contamination 

• Allows the use of smaller fish for testing and monitoring purposes 
• Repeated sampling allows for individual recording of the induction kinetic 

 

The sampling technique leads to highly comparable results when testing samples from the left and 
the right side from the same individual in inter-laboratory trials. 
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The extraction buffer is protein free and therefore an additional protein determination in the 

extracted sample is always possible. 

 
No influence on the vitellogenin values in the mucus was observed after usage of the anesthetic 

MS 222 (Tricaine methanesulfonate). 
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Warnings and precautions 
This kit is for in vitro use by professional persons only. 

Follow the instructions carefully. 

Observe expiration dates stated on the labels and the specified stability for reconstituted reagents. 
Refer to ”Materials Safety Data Sheet” for more detailed safety information.  

 

TECOmedical AG is not liable for loss or harm caused by non-observance of the kit instructions. 

1. For research use only. 
2. Treat all specimen samples and controls provided in the kit as potentially biohazardous material. 

Follow General Precautions when handling contents of this kit and any fish samples. 
3. Disposal of containers and unused contents should be done in accordance with federal and 

local regulatory requirements. 
4. Use the supplied reagents as an integral unit prior to the expiration date indicated on the 

package label. 
5. Store assay reagents as indicated.  
6. A mercury-free preservative is used. Incidental contact with or ingestion of buffer solutions may  

cause irritation of skin, eyes, or mouth. Should there be any contact, wash with water. If 
ingested, call a physician. 
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Collection of Mucus Sample 
 

1. Prepare one collection vial per sample. 
2. Place the fish carefully in position avoiding skin injuries. 
3. Rub the swab gently along the body from head to tail just above the lateral 
line (see Figure 1a-c). 
Turning the swab while taking the sample. 
4. Place swab into the prepared collection vial (Fig. 2a) and break the shaft at 
the breaking point (Figure 2b). 
5. Close the collection vial and store sample at -20 °C until analysis. 

 

 

 
Sample Stability 
Stability of mucus samples 

Mucus-containing swabs can be stored several months at < -20 °C.  

Avoid freeze/thaw cycles. 



8 

 

 

 


